An improved endoillumination probe for pars plana vitrectomy.
A newly modified endoillumination probe using the Ocutome handle has been developed that has 2.5 times more total light output and over four times more light intensity than the conventional endoillumination probe. The new probe is particularly useful in situations where there is extremely dense vitreous hemorrhage and when one requires additional light for 16-mm cinematography.